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Abstract
Background
Intramedullary plugs are key factors in improving cement fixation technique of the femoral
component. We investigated the performance of 3 commercially available resorbable cement
restrictors in vitro and in vivo.
Methods
We measured the migration of the SEM II, the C-plug, and the REX plug were investigated in 15
Sawbones synthetic femurs and in 103 patients during total hip surgery. Cement pressures were
also measured distally and proximally in vitro.
Results and interpretation
Our in vitro results show very poor performance of the C-plug compared with the REX and SEM
II plugs. In vivo, the mean migration was least for the SEM plug and most in the C-plug. The
smaller sizes performed significantly better than the larger ones for all 3 plug types. The overall
in vivo performance of all three plug types was unsatisfactory. Differences between the SEM II
and the REX plugs were small and therefore not significant. The SEM II performed better than
the REX, the former being much cheaper and easier to insert. The Rex plug looks promising;
however, the inserting device must be improved for better results. The C-plug proved to be
unstable.
Introduction
The most common reason for revision in cemented hip arthroplasty is aseptic loosening. In
recent times, a number of improvements in cementing techniques have surfaced. Careful
preparation of the bone surfaces, completely filling the proximal canal with cement, and
controlled pressurisation of cement have shown to enhance the cement-bone inter-digitation.
Moreover, superior clinical results have been documented using these techniques. To achieve
adequate (peak) pressures for cement-bone inter-digitation during stem insertion, adequate
plugging of the distal femoral canal is an essential prerequisite to this procedure (Song et al.
1994).
Intramedullary plugs are widely seen as one of the key elements in improving cement technique
(Suominen et al. 1996). The main reason for this is the augmented cement pressurisation when
using a cement plug (Maltry et al. 1995). Any cement leakage and cement plug migration will
result in reduced cement pressure. Another advantage of using intramedullary plugs is the
restricted spreading of cement in the femur. This makes removal of the distal cement easier
during revision of the cemented stem. Biodegradability of the plug adds to this effect. Removing
non-resorbable plugs can be as difficult as removing distal cement.

Older designs of cement plugs, such as the Thackray and Cemlock plugs, have proved to perform
poorly (Bulstra et al. 1996, Freund et al. 2003). In vivo trials with the most frequently used
resorbable plug also show poor results (Visser et al. 2002). To avoid the necessity of using
Kirschner wires to prevent the plug from migrating (Northmore-Ball et al. 1991), new gelatinebased resorbable designs have been manufactured for improved performance. In vitro tests of
these newer designs show promising results (Heisel et al. 2003).
Most comparative trials of plugs are carried out in vitro because of the reproducibility of the
tests. Results found in vitro can vary considerably with results in patients. To avoid large
influence of the bias that occurs for several reasons in trials in patients, a large sample size of
patients is needed.
In order to estimate the stability of two commonly used types of resorbable intramedullary plugs
and to evaluate a newer more promising type of plug, with an expanding mechanism, we
undertook an in vivo prospective comparative study. An in vitro study was also performed to
evaluate the mechanical performance of these three types of plugs.
Material, patients and methods
Three intramedullary resorbable cement plugs were tested in vitro and in vivo.
1. SEM II (Biomet), a cylindrical, larva-shaped gelatine-based plug, available in sizes 8-18
(odds and even sizes).
2. C-plug (DePuy International), also a round, larva-shaped gelatine-based plug, available in
sizes 10-18 (even sizes only).
Both these plugs must fixate mechanically by friction.
3. REX (A-One Medical B.V.), a cylindrical gelatine-based plug specially designed to fit
medullary canals that are not reamed in a circular manner. This plug is available in small,
medium, large sizes and can be fixated at a specified depth in the femoral canal by a firing
mechanism (Figure 1).

Fig 1: SEM II, C-plug and REX cement plug.
In vitro tests
We carried out in vitro tests on the REX, SEM II and C-plug in the Bioengineering Research
Laboratory at Anglia Ruskin University, using sawbone composite femurs. 15 tests were
performed, 5 per restrictor, using the ‘medium’ plug sizes. The medullary canals were reamed so
that the distal ends were shaped in an oblong shape of 12mm by 14mm, using a computernumerically–controlled machine, to simulate inaccuracy that may be incurred during the reaming
process during surgery. To accommodate two pressure transducers, two holes were drilled
through the femurs, at 20 mm and 120 mm below the medial proximal end of the prepared femur

(Entran 70 bar and Kulite 17bar). A linear potentiometric displacement transducer (LPDT)
(Techni Measure) was positioned at the base of the cement plug to measure migration during
cement pressurization. Cement leakage was also measured. Cement plugs were then inserted at
130mm from the medial proximal end for all the tests and according to manufacturer’s
instructions. SimplexP cement was vacuum-mixed, as per manufacturer’s recommendation,
introduced in the intramedullary canal of the prepared sawbone femur, and pressurised for 30
seconds, using a DePuy pressuriser. The femoral prosthesis was then introduced at a controlled
speed of 10mm/s into the femur, when the cement was still in a doughy state, 80-100 seconds
after mixing the cement
A special jig was manufactured to fix the prepared femur and stem in an Instron 8874
mechanical testing machine for controlled insertion of the femoral prosthesis into the prepared
femurs. Data captured by the pressure transducers were digitized, using an analogue/digital
converter (Instrunet 100) and recorded electronically. Room temperature was kept at 22 0C and
each test was repeated 5 times.
In vivo tests
We carried out in vivo investigations on 103 patients (Table 1), 29 males and 74 females. We
measured the differences in migration in vivo between the SEM II plugs (n=37), the C-plug
(n=31) and the REX plug (n=35). The three types of plugs have different sizes, as described
above (numerical or categorial). In the case of using a C- or a SEM II plug the size was
determined according the instructions recommended by the respective manufacturers. The
diameter of the canal was measured and the corresponding size was chosen. (The possible
advantage of increasing stability by over-sizing of the plugs was not the goal of the study and
therefore not measured.)
To be able to compare the three types of plugs statistically, we created three groups (small,
medium, large) in each type of restrictor. The division was made based on the REX system
which refers to the size of the femoral canal measured during the operation. After the diameter is
measured, the corresponding plug is defined. Small plugs are used for medullary canal diameters
of up to 8 mm, medium plugs for diameters of 9 mm to 12 mm and large plugs were used for
diameters over 13 mm.
Based on these three categories of diameters of the canal, the corresponding C-plugs, REX and
SEM II plugs were classified in the following groups: small, medium or large. Table 1 shows the
number of the different sizes of each type of cement plug used in the in vivo study.
Table 1: Details of cement plugs used on 103 patients during in vivo investigations
Size
Plug
Total
Small
Medium
Large
SEM II
13
23
1
37
C-plug
8
21
2
31
REX
4
29
2
35
Total
25
73
5
103
SP II stems (Link Germany) were fixed, using a direct lateral approach. All sizes of the SP II
prostheses used were of the same length. The plugs were inserted according to the
manufacturer’s instructions. The depth to which the plug was inserted during surgery was
measured, using a custom-made device that could be fixed to the plug inserting device (Figure
2). We measured the distance between a well recognizable point on a standardized X-ray (the
most medial edge of the osteotomy of the proximal femur) and the upper level of the restrictor.

The plugs were placed at a fixed depth of 130 mm from this point. The cement was injected in a
retrograde fashion without the use of a pressuriser. The femoral stem was inserted within 150
seconds after the onset of cement mixing.
The migration was determined on standardized X-rays, using the stem length to calculate the
enlargement of the X-rays and differences caused by mal-alignment of the femur. To exclude
small measuring inaccuracies, we defined a plug as clinically stable when migration was less
than 1 cm.
Fig 2: Custom-made measuring device that can be fixed to the plug-inserting device. The arm
must be placed on the medial edge of the osteotomy.
Statistics

For statistical analysis of the test results, we used an analysis of variance. Since there were 3
groups to compare, we used post-hoc tests (Tukey HSD, Scheffe, LSD) to perform all possible
pairwise comparisons between these groups while accounting for the fact that multiple statistical
tests are being performed. The amount of migration itself was analyzed as a continuous variable
(not a dichotomized version such as yes/no migration). Homogeneity of variances was assessed
using Levene’s test. On the orginal scale the test was just significant. After a log transformation,
hetereogeneity could be assumed (p = 0.5). However, the parameters are difficult to interpret on a
log scale. Since the overall model p-value changed only marginally and remained very
significant, and since the individual contributions of plug size and plug type were significant in
both models, we chose to report the estimates from the original model, although we realize that
—formally speaking—heterogeneity was present. Thus, the clinically used 1 cm criterion for
stability was not a criterion for the statistical analysis regarding the amount of migration.Results
In vitro tests
The C-plug was unstable 4 of 5 times. The SEM II was unstable once, and there was minimal
cement leakage 4 times. The REX plug was stable all times, without cement leakage. Distal
cement pressure was significantly higher with the REX plug and the SEM II plug (Table 2 and
Figure 3).
Table 2: Results of peak pressure and migration values for the cement plugs averaged over 5
tests.
Plug

Distal peak
pressure (SD)
(kPa)
REX
1187 (575)
SEM II 919 (162)
C-plug 775 (609)

Proximal peak
pressure (SD)
(kPa)
345 (47)
563 (405)
316 (41)

Migration (SD)
(mm)

Leakage

2.0 (0.1)

None
Through centre
Total

a

Total migration

a

Any migration recorded was caused mostly by cement leaking through the center of the plug,
and not by the plug itself
Fig 3: Average distal cement pressure for the 3cement plugs during introduction of the stem.
In vivo tests
17 of the 37 SEM II migrations were within the 1-cm margin. The C-plug was used 31 times and
was stable only 8 times, according to our clinical criterion for stability. The REX plug was stable
16 times out of 35. 2 variables had significant influence on the results: the type of plug (p = 0.02)
and the size of plug used (p = 0.02).
Table 3 shows the mean migration according to the type of plug, corrected for the effect of size.
The SEM II plug performed best and the C-plug worst. Regarding the sizes of the plugs (Table
4), the large and small plugs resulted in large migrations. Medium-sized plugs of all types
performed satisfactorily. The SEM II plug performs well in small sizes also.
Different pairwise comparisons (Tukey HSD, Scheffe, LSD) between the 3 types of plugs all
indicated that the difference in mean migration between the SEM II plug and the others was
significant (p = 0.05 level). There was no significant difference between the REX plug and Cplug.
Table 3: Migration, studied for the type of plug corrected for the effect of size.

Plug
SEM II
C-plug
REX

Mean(cm)
1.71
3.16
2.74

SD
0.46
0.46
0.47

95% CI
0.80, 2.63
2.23, 4.09
1.80, 3.67

Table 4:Migration studied for the size corrected for the effect of plug type .
Size
Large
Medium
Small

Mean(cm)
2.75
1.71
3.15

SD
0.95
0.25
0.43

95% CI
0.86, 4.64
1.21, 2.21
2.29, 4.01

Different pair wise comparisons (Tukey HSD, Scheffe, LSD) between the three types of plugs all
pointed out that the difference in mean migration between the SEM II and the others was
significant (P= 0.05 level). There was no significant difference between the REX and C-plug.
Mgrati
C-PL II
SEM
Plug

Discussion
The use of resorbable restrictors in cemented hip arthroplasty certainly has advantages
compared to other types of restrictors. All commercially available cement restrictors migrate to
some extent under all circumstances. In fact, the overall in vivo performance of all 3 types of
resorbable restrictors we tested was unsatisfactory; surprisingly, even that of the REX plug.
The SEM II plug was the most stable of the 3. This is surprising because in a previous study, the
SEM plug did not perform very well (Visser et al. 2002). A possible explanation might be the
fact that the SP II stem is relatively short whereas the Stanmore prosthesis, which was used in the
previous study, is longer (particularly the larger sizes). When a longer stem is used, the plug is
often placed below the isthmus. This could result in more plug migration than when a short stem
is used.
As in other studies, especially with the small and large femurs, the C-plug and the REX plug did
not perform well (Noble et al. 1998). The poor results of the C-plug may be due to its design. It
is much more flexible than the others, thereby creating less friction than the SEM II plug, which
is far more rigid. Previous in vitro investigations on the performance of cement restrictors using
perfectly reamed synthetic Sawbones femurs gave given favourable results for the C-plug
(Mootanah et al. 2003). The poor results with the C-plug in our in-vitro study may be because its
design cannot cope with imperfections made to the distal end of the femur during the reaming
process.
In the in vitro tests, the REX plug proved to be stable. Differences in the in vitro performance
between the SEM II plug and the REX plug were small and not significant. Apart from the
satisfying stability of the SEM II plug and the REX plug in the in vitro tests, the difference in
performance of the REX plug, both in vitro and in vivo, is notable. Distal peak pressures
measured in vitro were high compared to recent studies (Kapoor et al. 2004).
Differences in distal peak pressure might be caused by the femoral component used, the diameter
of the femoral canal, the viscosity of the cement, and—of course—plug migration or leakage.
The problems we encountered with the REX plug in vivo were caused by difficulties in getting
the right balance between pressurizing the gelatine based plugs and the use of the inserting

device that could fire too soon, leaving the plug in the original uncompressed shape and therefore
unable to function properly. One of the reasons for this problem is the large diameter of the
inserting device, which leaves little room for manoeuvre—especially in narrow femoral canals.
Thus, the plug could have been pressurized sideways, causing the release mechanism to activate
earlier than it should. The failures for the “small” group may be explained by this mechanism.
Adjustments have already been made to overcome this problem (flexible and thinner inserting
devices are being tested). The incongruence between the number of REX plugs that were stable
and the mean migration may be the result of the reaming required when the REX plug is used.
When the REX plug migrates, it moves further than the other plugs do, probably because the
release mechanism of the inserting device was triggered earlier than required, or due to the
absence of the distal spongiosa from the plug. The lack of grip in large femurs might explain the
unsatisfactory results in the large group. Reaming to a specified level may be one solution.
However, this plug already requires more skill than the others, and it is not advisable to add more
steps to the procedure.
These problems partially explain the disappointing in vivo results for the REX plug compared to
its performance in vitro. Insertion of the REX plug in vitro can be done virtually without friction,
or without any pressure in the opposite direction. Other reasons for the differences between the
results of in vitro and in vivo tests may be the absence of moisture and lower temperature in
vitro, both of which can influence the state of the gelatine material in vivo and therefore the
friction at the interface between the plugs and bone. When using cadaveric femora, the
differences in temperature may be even greater.
On the basis of this study, we do not recommend the use of the C-plug in cemented hip
arthroplasty. The Rex plug is a promising design; however, insertion problems in vivo lead to
disappointing results, so the insertion technique must be improved. The SEM II plug performs
well in the case of a short stem and has a reproducible insertion technique.
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