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Abstract 
Coronavirus disease 2019 (COVID-19) is an infectious, acute respiratory disease caused mainly by person-to- person 
transmission of the coronavirus SARS-CoV-2. Its emergence  has  caused  a  world-wide  acute  health crisis, intensified by 
the challenge of reliably identifying individuals likely to transmit the disease. Diagnosis is hampered by the many unknowns 
surrounding this disease, including those relating to infectious viral burden. This uncertainty is exacerbated by disagreement 
surrounding the clinical relevance of molecular testing using reverse transcription quantitative PCR (RT-qPCR) for the 
presence of viral RNA, most often based on the reporting of quantification cycles (Cq), which is also termed the cycle 
threshold (Ct) or crossing point (Cp). Despite it being common knowledge that Cqs are relative values varying according to 
a wide range of different parameters, there have been efforts to use them as though they were absolute units, with Cqs below 
an arbitrarily determined value, deemed to signify a positive result and those above, a negative one. Our results investigated 
the effects of a range of common variables on Cq values. These data include a detailed analysis of the effect of different 
carrier molecules on RNA extraction. The impact of sample matrix of buccal swabs and saliva on RNA extraction efficiency 
was demonstrated in RT-qPCR and the impact of potentially inhibiting compounds in urine along with bile salts were 
investigated in RT-digital PCR (RT-dPCR). The latter studies were performed such that the impact on the RT step could be 
separated from the PCR step. In this way, the RT was shown to be more susceptible to inhibitors than the PCR. Together, 
these studies demonstrate that the consequent variability of test results makes subjective Cq cut-off values unsuitable for 
the identification of infectious individuals. We also discuss the importance of using reliable control materials for accurate 
quantification and highlight the substantial role played by dPCR as a method for their development. 

 



 

 

1. Introduction 

Severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) was 
identified as a novel Betacoronovirus in the Sarbecovirus genus that causes the 
respiratory disease COVID-19. Since the beginning of the current pandemic in 
201 , there have been over 183 million recorded cases of COVID-19 
worldwide, resulting in almost 4 million deaths [1]. The number of cases, 
deaths and different variants continues to increase and, although these numbers 
are huge, it is likely that the reported case numbers are a gross underestimate, 
especially as most infected people in developing countries are unlikely to be 
tested. One challenge to assessing the true number of cases is the determination 
of the number of people carrying infection but without demonstrating 
symptoms of the disease. This was first highlighted in early 2020 when a cohort 
of pas- sengers on board the Diamond Princess Cruise ship were tested for the 
presence of SARS-CoV-2. Around 18% of the passenger samples indi- cating a 
positive case were traced back to asymptomatic individuals [2,3]. Assuming 
this translates to the worldwide, general population, the number of infections 
would be approximately 25% higher than those recorded. 

A second challenge to assessing the true number of positive cases was 
the reduced testing capability in the early stages of the pandemic. For example, 
most of the early UK diagnostic testing relied on clinical lab- oratories using 
either research publications [4,5] or establishing their own laboratory 
developed tests [6,7] while commercial and high throughput solutions were 
being developed. Furthermore, the enormous increase in demand for reverse 
transcription quantitative PCR (RT- qPCR) tests resulted in global shortages 
of all test components. This shortage resulted in restrictions around who was 
eligible for testing. This situation was further confounded by reagent 
contamination from source manufacturers leading to false positive results and 
the consequent recall of batches of kits [8]. These factors led to the inevitable 
conclusion that the true number of positive cases worldwide were 
underestimated. 

In parallel to the testing capacity issues, there was still no clear 
definition of a positive result and this issue has even lead to legal debate [ ]. 
One suggestion has been to use a defined quantification cycle (Cq) cut off 
to better stratify patients based on RNA quantity. The Cq value, is defined as 
the cycle number at a given fluorescence threshold set at a fluorescence 
level higher than the background, usually in the expo- nential point of the 
amplification curve. This output metric is a surrogate for concentration when 
using a qPCR instrument [10]. In one example, a habeas corpus case was 
heard in Portugal during which the judges concluded that the SARS-CoV-
2 RT-qPCR diagnostic test could not be regarded as positive when the Cq 
value was above 35 [ ,11]. This is an alarming legal outcome and 
demonstrates a fundamental misunder- standing of the RT-qPCR method, the 
determination of Cq value, and the factors that can influence it. The Cq is 
inversely correlated with the input concentration of target, therefore 
differences in the amount of template in the original sample should be reflected 
as differences in Cq. However, sample is lost through the RNA extraction 
procedure, with the range of systems available all having different extraction 
efficiencies. The process of reverse transcription is also subject to error and 
conversion of all RNA molecules in a sample to cDNA is unlikely [12]. 
Finally, the variety of PCR instruments perform optimally with different 
reaction volumes, 
which also contain a different ratio of sample to mastermix. Declaring a 
hard threshold Cq value as the cut off for a positive result suggests that the 
Cq value is an absolute quantification metric. In fact, the Cq is a relative 
value that can be influenced by many factors that occur along the diagnostic 
workflow, from sampling the specimen through to the final result [13,14]. 

One aim of this report is to illustrate, with examples, how the Cq value 
can be influenced by factors at every stage of the diagnostic workflow. In 
this way, the role of Cq as a relative, rather than absolute, quantification 
metric is demonstrated and put into the context of sensitivity or false negative 
test results. Both the Minimum Information for Publication of uantitative 
Real-time PCR Experiments (MI E) [10] 

and the recently updated digital MI E (dMI E) [15,16] publications provide 
a clear framework for performing and interpreting RT-qPCR and reverse 
transcription digital PCR (RT-dPCR) experiments. Of the factors which may 
lead to assay variability, we aimed to focus on two specific areas. The first 
was to examine two stages of the RT-qPCR and to illus- trate that the 
reported Cq value can be impacted by (1) the effect of the sample matrix and 
any components which influence positively or negatively the performance of 
either the RT or PCR, and (2) the integrity of different RNA molecules during 
sampling, storage or RNA extraction. The second aim was to examine the 
role of dPCR as a confirmatory tool for the development of diagnostic RT-
qPCR tests. Examples are provided that demonstrate that dPCR has a 
significant role in improving the ac- curacy and validity of the 
quantification values assigned to control materials. 

2. Materials and methods 

All reverse transcription qPCR (RT-qPCR) and reverse transcription digital 
PCR (RT-dPCR) experiments are reported according to the MI E and dMI E 
guidelines, respectively [10,15,16]. The data presented in this paper are 
derived from different laboratories using different in- struments, assays and 
reaction components. Details for each experiment are presented in the 
supplementary information: Table S1 for RT-qPCR experiments and Table 
S2 for RT-dPCR experiments. These are pre- sented such that all 
information is provided according to the relevant components of the MI E 
and dMI E guidelines according to each of the figure panels. 

3. Results and discussion 
 

3.l. Cq variability of clinical samples 

In order to evaluate whether Cq is a relative value rather than an absolute 
quantitative measure, the range of Cq values obtained from twenty-eight 
clinical samples using the published CoV2-ID assay [17] was analysed (Fig. 
1). CoV2-ID is a non-commercial RT-qPCR diagnostic test that uses three 
SARS-CoV-2 assays, targeting ORFlab and N gene. The assay also includes an 
extraction and inhibition control artificial sequence (EICAS) and a human 
target (JUN), that was developed following the MI E guidelines [10]. Twenty-
three of the samples were recorded as positive and 5 negative (Fig. 1). 

The effect of defining a Cq cut-off as the boundary for positive or negative 
was investigated using these data. If the Cq of 35 cycles (Fig. 1; horizontal line 
at Cq 35) was used to assign positive and negative results, as exemplified in 
the Portuguese court ruling, five additional 
samples  would  be  deemed  negative  (samples  1 –23).  Furthermore,  a small 
shift in the position of the threshold that defines the Cq values (that is set 
either automatically using the software or subjectively by the operator) can 
change the Cq value for each sample by 8.7 cycles [17]. 
This would result in all samples with a Cq of 28.7 cycles or higher being 
classified as negative (Fig. 1; horizontal line at Cq 28.7). This alter- native 
setting of the threshold would result in as few as 3 % of the samples being 
recorded as positive. Fundamentally, these observations are a result of the data 
analysis procedure and do not result from the raw data from the RT-qPCR or 
any of the workflow that has preceded it. Together, this small data set 
demonstrates that a hard cut-off between positive and negative results based 
on the Cq value alone, with no calibration, could be misleading and result 
in potential false negative test reporting. 

3.2. Effect of sample matrix on Cq 

As demonstrated in the previous section, the Cq value is not a definitive 
measurement of viral concentration. While the RNA quantity is expected to 
account for the main differences in Cq between samples, there are a number of 
technical factors that influence the final RNA 



 

 

 

 
Fig. 1.  Effect of clinical sample on Cq. The CoV2-ID assay is a five-plex RT-qPCR that detects three SARS-CoV-2 targets: two non-structural replicase genes (Nsp10 and Nsp12) 
detected together (ORF1ab; blue diamonds) and the nucleocapsid gene (N; red diamonds), an extraction and inhibition control artificial sequence (EICAS; 
green  diamonds) and a human target (JUN; data not shown). If  ORF1ab with  or without  N amplifies with  a Cq value it was reported as a positive (samples 1–23), while  
samples  with  absence  of  ORF1ab  amplification  were  reported  as  negative  (samples  24–28).  The  original  data  and  full  development  of  the  CoV2-ID  test  are published in 
Bustin et al., 2020 [17]. The samples are ordered based on Cq value (low to high) with five negative samples giving a result for the EICAS only. Using a Cq of 35 as a hard 
cut off (horizontal dotted line), Samples 1–18 are reported as positive only (within light grey box). Placing the Cq threshold at its highest position on the amplification plots, 
which results in an increase in the Cq values of all samples moves the equivalent had cut off to a Cq of 28.7 and therefore reports only samples  1–12  as  positive  (within  dark  grey  
box).  (For  interpretation  of  the  references  to  colour  in  this  figure  legend,  the  reader  is  referred  to  the  web  version  of this article.) 

 

quantity measured, and therefore the subsequent Cq value. The RT- qPCR 
workflow requires technical decisions to be made at several stages, each of 
which influence the final result [18]. The type of sample and the biological 
source to process is rarely optional, yet it is known that the sample matrix 
does influence the final quantitative data. In a series of news reports in March 
2021, French authorities reported cases of divergent results in hospitalised 
patients with negative SARS-CoV-2 RT-qPCR test data after sampling from 
nasopharyngeal swabs, howev- er the virus was detected during parallel 
testing of patient blood [1 ]. 

To investigate the effect of the sample matrix on the Cq value, our study 
used buccal swabs and saliva samples provided by healthy donors. The 
Accuplex SARS-CoV-2 reference material, a wild-type control that contains 
partial SARS-CoV-2 target sequences contained in protein capsids, was spiked 
into each donor sample at a concentration that represented a low viral load (-
750 copies/mL of sample). Each spiked sample was extracted and measured 
using RT-qPCR to quantify the SARS-CoV-2 targets (Fig. 2). 

Firstly, we investigated the effect of two different, commercially available, 
RT-qPCR mastermixes on assay performance from the two matrices; buccal 
swab (Donor A) and saliva (Donor E) (Fig. 2A). While both mastermix and 
sample matrix had an impact on the Cq, the influ- ence from the sample matrix 
was much larger than that of the master- mix. The correlation between Cq 
values showed that the saliva gave a consistently lower Cq than the buccal 
swab. Similarly, mastermix 1 resulted in lower Cq values than mastermix 2, by 
approximately 2 cycles that manifests as an increase in sensitivity of the 
assay. This gives the 
first  indication  that  diagnostic  RT-qPCR  should  not  be  used  as  a  “plug and 
play” model where different components can be swapped in and out depending 
on availability. 

Further investigations into the differences between sample matrices were 
performed using mastermix 1. These initial results were expanded to include 
data from additional donors (Donors M, F and a further sample from Donor 
E) providing both buccal and saliva swabs at the 

same time (Fig. 2B). There was a difference between the detection of the SARS-
CoV-2 spike between the donors, regardless of sample type. These data suggest 
that the differences in Cq initially observed (Fig. 2A) may have been a result 
of matrix heterogeneity. The largest difference was observed from the Donor 
M sample; Donors F and E were similar for both sample types. This serves to 
illustrate the variability of recorded Cq values that may result from patient 
specific samples, although this does not account for any further 
physiological changes that may result from infection of salivary glands [20]. 
A second round of analysis from samples provided from Donor M resulted 
in a decrease in Cq from the saliva sample. These studies also illustrate that 
the sample matrix from a single donor can vary over time. 

Next, the impact of modifying the purification protocol was inves- tigated, 
with the aim of reducing sample processing time. The incuba- tion times were 
reduced for different steps in the purification protocol, and the impact on the 
Cq values evaluated (Fig. 2C). Reduction in in- cubation times for lysis, wash 
and elution steps increased Cq variation. This demonstrates that it is possible 
to speed up the process but this could be at the expense of precision. 
Furthermore, the extraction of 20 sample replicates for each donor specimen is 
not used in a clinical setting, therefore when used as a diagnostic test this 
variability would not be apparent. 

For low concentration samples, the use of carrier molecules can in- 
crease the recovery yield from the extraction process as well as improve the 
stability of the extracts prior to RT-qPCR analysis. While there are a number 
of carrier molecule options, Poly adenylic acid (PolyA), is typically used in 
RT-qPCR. A final protocol optimisation included addition of PolyA carrier 
molecules to samples prior to extraction at two spiked concentrations of -3000 
copies/mL in addition to -750 copies/ mL (Fig. 2D). This resulted in no 
noteworthy difference in the Cq for either spiked concentration added to the 
reaction, demonstrating that there was no difference in extraction, RT or 
PCR efficiency of the SARS- CoV-2 template when adding a PolyA carrier, 
compared to extraction 



 

 

 
Fig. 2. Effect of sample matrix on Cq. 
Accuplex reference control material was 
spiked into donor saliva or buccal swab 
samples at -750 c/mL prior to extraction and 
RT-qPCR analysis. (A) Linear correlation of Cq 
values obtained from mastermix 1 (x- axis) and 
mastermix 2 (y-axis) from samples obtained 
from buccal swabs (red diamonds) from Donor 
A and saliva samples (blue di- amonds) from 
Donor E. The dashed diagonal line represents a 
slope of 1. Saliva samples had lower Cq values 
compared with buccal swabs. Cq values were 
lower when master- mix 1 was used compared 
with mastermix 2. 
(B) Comparison of donor matched buccal and 
saliva samples from three donors. No differ- 
ence in Cq was observed between buccal or 
saliva for Donors F and E. Lower Cq values 
were observed from the saliva sample of 
Donor M compared with the buccal swabs. Re-
sampling of Donor M (M#2) did not replicate 
this difference. (C) Effect on Cq of shortening 
the protocol from the original length of -45 
min. Each step was shortened to determine if 
there was a change in the Cq values obtained; 
almost halving the protocol time increased the 
standard deviation of the Cq values. (D) 
Addition of carrier molecules to low 
concentration samples had no impact on the Cq 
values observed for either matrix, donor or 
carrier condition. There were dif- ferences in 
Cq between the two different 
spike  concentrations  (-3000  and  -750  c/ 
mL of sample) for all conditions. (For inter- 
pretation of the references to colour in this figure 
legend, the reader is referred to the web version 
of this article.) 

 
 
 
 

without a carrier, even at the low concentrations tested. The Cq range was 
comparable to the previous experiments despite three replicate extractions 
being performed. 

3.3. Effect of carrier molecules on Cq 

While the addition of PolyA to the extraction did not impact on the SARS-
CoV-2 detection (Fig. 2D), the increase in RT-qPCR testing resul- ted in a 
global shortage of PolyA. As swapping the mastermixes did impact on the Cq 
value (Fig. 2B) it could not be assumed that using alternative carrier molecules 
would have no impact. Initial experiments investigated the impact of carrier 
molecules on the extraction of samples using the CE-IVD Coronavirus 
COVID-1   genesig     Real-Time PCR assay on reactions containing an in vitro 
transcribed (IVT) RNA molecule encoding the SARS-CoV-2 assay target. 
Samples were prepared as five- point dilution series of the IVT in the presence 
of four different carrier conditions: PolyA, Poly cytidylic acid (PolyC), Salmon 
Sperm gDNA (ssgDNA) or no carrier molecules. In all samples the genesig 
Easy RNA Internal Extraction Control (IEC), that was composed of a short 
(-150 nt) RNA molecule, was added at a constant concentration as per man- 
ufacturer’s  protocol.  Each  sample  dilution  and  carrier  condition  was 
purified by extraction and analysed using the RT-qPCR assay that detects both 
the IEC (Fig. 3A) and the IVT SARS-CoV-2 target (Fig. 3B) in duplex 
reactions. 

Reduced sensitivity in detection of the IEC was observed in the absence of 
carrier molecules. The effectiveness of the carrier was determined by 
comparison to a non-extracted sample in which the IEC 

was added directly into the RT-qPCR at the concentration expected for a 100% 
efficient extraction (horizontal line, Fig. 3A). The inclusion of PolyC in the 
sample resulted in an extraction efficiency that was not meaningfully different 
from the direct spike, indicating that PolyC car- rier consistently supported 
efficient extraction of the IEC from the samples. Difference in Cq were 
observed when comparing the other carrier conditions to either no carrier or 
PolyC carrier (Fig. 3A). 

When detecting the SARS-CoV-2 target in the IVT RNA, there was no 
difference in the Cq observed between the direct spike and no carrier, PolyA or 
PolyC conditions (Fig. 3B). However, the ssgDNA carrier gave consistently 
higher Cq compared with the direct spike. Furthermore, the presence of any of 
the carrier molecules reduced the variation in the Cq (PolyA: 1.8%, PolyC: 
1.0%, ssgDNA: 1.8%) compared with no carrier (4.3%). The presence of 
different concentrations of the IVT molecule did not alter the extraction 
efficiency of the IEC (Fig. 3A). 

The impact of carrier molecules was expanded to investigate the effect of 
carrier on whole viral material. A panel of commercially available, inactivated 
whole virus templates at eight different concen- trations ( nostics SARS-CoV-
2 Analytical Panel) was prepared with either no carrier or PolyC carrier 
molecules (sixteen samples). The IEC was spiked into all samples at a constant 
concentration and the samples extracted and analysed by RT-qPCR for the IEC 
(Fig. 3C) and a SARS- CoV-2 target (Fig. 3D), as previously described. 

As was observed when detecting the IEC in the presence of SARS- CoV-2 
IVT molecules, the Cq was lower when detecting the IEC mole- cules extracted 
with PolyC carrier molecules compared with no carrier molecules (Fig. 3C) 
and the IEC was not affected by the concentration of 



 

 

 
Fig. 3. Effect of carrier molecules on Cq. (A- B) 
Duplex RT-qPCR of RNA extractions of a five-
point dilution series of an IVT SARS- CoV-2 
template RNA spiked with a constant amount of 
an internal RNA extraction control (IEC) in the 
presence of four different carrier conditions; 
PolyA, PolyC, Salmon  Sperm gDNA (ssgDNA) 
or no carrier molecules. IVT copies per reaction 
are nominal and based on 
manufacturer’s  reported  concentration.  (A) Cq 
values obtained by RT-qPCR of the IEC 
demonstrates that the inclusion of PolyC carrier 
molecules did not affect the Cq values 
obtained by direct addition to the RT-qPCR 
(dotted horizontal line). For all  other  car- rier 
conditions, including no  carrier,  lower Cq 
values were observed. (B) Cq values ob- tained 
by RT-qPCR for  the  SARS-CoV-2 target were 
not affected by the addition of PolyA or PolyC 
carrier compared with the direct spike (diagonal 
dotted line). Higher Cq values were obtained 
with the ssgDNA car- rier. (C-D) Duplex RT-
qPCR of RNA extrac- tions from a panel of 
commercially available, inactivated whole virus 
templates at eight different concentrations 
containing with either no carrier or PolyC carrier 
molecules. X-axes show the dC/mL based on 
the manu- 
facturer’s   reported   concentration   prior   to 
extraction. (C) Cq values obtained for the IEC 
that was spiked into all samples at a constant 
concentration. There was a substantial dif- 
ference in the Cq values between the two carrier 
conditions. (D) Cq values obtained for the SARS-
CoV-2 target. There was no differ- ence in the 
Cq of the matched viral inputs with or without 
PolyC. 

 
 
 

the whole viral gRNA extracted alongside (Fig. 3C). When detecting the 
SARS-CoV-2 target in the viral panel, there was no difference in the Cq of the 
matched viral inputs with or without PolyC (Fig. 3D). However, the inclusion 
of PolyC molecules reduced the gradient of the correlation closer to 3.3 that 
would imply good linearity within the extraction and reverse transcription and 
suggests that the PCR efficiency is close to 100%. 

These data support the observation that the choice of extraction control 
and procedure may influence data  quality. In this case, an extraction 
carrier was required to use the IEC as a surrogate template in the place of a 
longer RNA molecule or viral gRNA, but did not have a major impact on 
improving detection of the latter two templates. The choice of carrier also 
impacted on extraction efficiency, assay sensitivity and quantification 
reproducibility. This is important information for the end-user evaluation of 
CE-IVD kits that often have an optional carrier step. 

 
3.4. Impact on viral quantification of inhibitors in the sample matrix 

As SARS-CoV-2 monitoring continues, there is developing interest in 
screening a wider range of sample types. For example, there is increasing 
awareness in using wastewater systems to monitor viral prevalence in a given 
geographical area [21]. As was observed with the different sam- pling matrices 
for diagnostic testing, before such environmental samples can be routinely 
used, it is necessary to identify the effect of potential matrix effects on the 
sensitivity of the diagnostic assays [22]. 

To generate precise quantitative assessments of the impact of the sample on 
testing, a RT-dPCR protocol was developed and compared to 

 
RT-qPCR. RT-dPCR performs quantification by counting individual PCR 
amplification events. Reactions are divided such that single template 
molecules are separated into individual PCRs (partitioning). The data 
readout is a count of the number of positive events. This is used to calculate 
the initial starting copy number. dPCR has been shown to be less sensitive 
to reaction changes such as presence of carrier molecules, than RT-qPCR [12]. 
Evaluation of dPCR in a different viral model has shown that while dPCR 
is less susceptible to carryover inhibitors than qPCR, quantification can still 
be compromised by the presence of in- hibitors [23]. Therefore, an 
experiment was designed to determine which technique would be more 
suitable system for environmental monitoring of wastewater by estimating the 
copy number concentration of a spiked IVT molecule (EURM-01 ), 
containing SARS-CoV-2 targets, alongside the addition of different 
concentrations of bile salts or donated urine. 

SARS-CoV-2 was detected in an IVT template in a background con- 
taining potential reaction inhibitors (bile salts and urine) using the published 
CDC (USA) N1 and N2 [5] targeting assays in duplex. The IVT molecule was 
used to remove any variability around sample matrix or extraction, facilitating 
an analysis of the added inhibiting compounds. To ensure that the RT 
component of each reaction remained constant, sufficient RT-PCR reactions 
were prepared for both RT-qPCR and RT- dPCR under each experimental 
condition. Following the reverse- transcription, the reactions were split into 
qPCR and dPCR plates before partitioning (dPCR only), cycling and 
quantification. This approach also provided the opportunity to selectively add 
the bile salts or urine before either the RT or the PCR stage of the reaction, as 
well as providing matched reactions for qPCR and dPCR comparison. 



 

 

To examine the impact of potential inhibitors on apparent quantifi- 
cation, samples were prepared containing six different concentrations of bile 
salts (0.0, 0.1, 0.2, 0.4, 0.6 and 0.8 µg/µL in the final reaction). The effect of 
bile salts on RT-qPCR and RT-dPCR was investigated because these are 
contained in the material excreted from the colon and would be expected to 
be present in wastewater samples. It is estimated that of 
the  circulating  2–4  g  bile  salt  pool  approximately  600  mg  is  excreted. The 
IVT molecule was spiked into each reaction at the nominal 1000 copies/µL. 
The measured concentration of the IVT molecule was then determined in the 
background of each of the bile salt concentrations and compared to the IVT 
concentration obtained when no bile salts were added. This was expressed as a 
percentage to express the degree of in- hibition for each assay (Fig. 4A and 
B). 

When bile salts were added prior to the RT step, the results from both N1 
and N2 assays performed comparably when using either RT-dPCR or RT-
qPCR. For both assays, some inhibitory effect (between   2% and 
  % recovery) was evident when 0.2 µg/µl was added. There was clear 
inhibition when the concentrations of bile salts were higher than 0.4 µg/ 

µl, with a decrease in apparent copy number of the IVT such that little 
amplification was seen in the presence of 0.8 µg/µl (Fig. 4A and B). Neither 
RT-dPCR nor RT-qPCR tolerated the higher concentrations of 
bile salts. 

The addition of the bile salts prior to the RT step does not enable the 
elucidation of whether inhibition occurs at the RT, PCR or both steps. To 
investigate inhibition of the different enzymatic steps, the RT was con- ducted 
separately without addition of bile salts, which were added to the resulting 
cDNA preparation. dPCR and qPCR were then run using the CDC N1 and N2 
assays (Fig. 4C and D). In the presence of bile salts, the qPCR N1 assay was 
more variable than the dPCR. While there was little difference in copy number 
determination using dPCR, the qPCR con- 
taining 0.1 µg/µl bile salts was apparently enhanced, with a statistically 
higher measure of copy number. The qPCR variability was less evident 
when using the N2 assay and the reduction of copy number was 
observed again in the presence of bile salts at 0.8 µg/µl, where the dPCR 
appeared unaffected (Fig. 4C and D). 

Sampling from wastewater systems would be expected to contain 

 

 
Fig. 4. Effect of the addition of bile salts on copy number concentration. Bar graphs demonstrating the effect on the copy number concentration of adding increasing concentrations 
of bile salts to the RT-PCR reactions containing 1000 IVT EURM-01  copies/µL based on manufacturer’s reported concentration. Seven concentrations of bile salts (0.0, 0.1, 0.2, 
0.4, 0.6 and 0.8 µg/µL in the final reaction) were evaluated by qPCR (dotted bars) and dPCR (solid bars) and added either before the RT (A- B) or after the RT but before the 
PCR (C-D). Data is presented as the percentage of the copy numbers obtained from reactions containing no bile salts (horizontal 
dotted line and 0 µg/µL) with the error bars representing the standard deviation. (A-B) The measured concentration was reduced when 2:0.4 µg/µL bile salts is added as measured 
by both qPCR and dPCR with CDC N1 or N2 assays. There was no difference in copy number concentration regardless of assay or platform used. (C-D) 
There was no difference in copy number for any of the conditions based on data obtained by dPCR. For qPCR there was more variability in the copy numbers with an apparent 
enhancement when 0.1 µg/µl bile salts were added but inhibition when 0.8 µg/µL were added. 



 

 

material that would impact the assays and the bile salts experiment has 
illustrated a controlled addition of potential inhibitors. However, envi- 
ronmental samples would be expected to be much more variable and to contain 
many more inhibitory substances in addition to bile salts. To simulate realistic 
wastewater samples, urine was donated by three healthy donors, labelled A, B 
and C. Sample A was described as dark, whereas the remaining samples were 
clear and pale. Following the finding that the RT component of the reaction 
was most sensitive to the addition of bile salts, urine was spiked into the RT 
at v/v: 10%, 20%, 40% in the final reaction. As previously described, the IVT 
molecule was 
spiked into each sample at 1000 copies/µL per reaction. The measured 
copy number of the spiked IVT molecule compared to the IVT copy number 
determined in reactions containing no donor urine (Fig. 5). 

The detection of SARS-CoV-2 in the presence of urine resulted in a more 
variable response pattern between the N1 and N2 assays than was previously 
observed with controlled addition of bile salts. Furthermore, there was a clear 
difference in the effect on the RT-PCR depending on the 

urine donor. Urine from Donor A introduced an increase in inhibition that 
correlated with the increase in urine concentration, such that 40% urine 
completely prevented detection of any SARS-CoV-2 IVT molecules in the 
sample regardless of assay or platform (Fig. 5). Comparable results were 
obtained after addition of urine from Donor B, with inhibition observed 
when using either assay, however inclusion of 40% urine prevented 
amplification with N2. There was evidence of amplification 
(<21% detection of IVT compared to the reaction containing no urine) 
when using the N1 assay (Fig. 5A) but not with the N2 assay (Fig. 5B). The 
differential effects of inhibition in the presence of urine, has also been 
reported for other viral templates [24]. 

In contrast to the inhibitory effect of addition of urine from both donors A 
and B, the presence of urine from Donor C did not inhibit either the N1 or N2 
assays after addition of 10% urine when measured with RT- dPCR. Addition of 
higher concentrations of urine (20% and 40%) resulted in a decrease of 
amplification of the IVT to   3% and 8 %, and 
 1% and 87%, of the no urine condition for the N1 and N2 assays, 

 
Fig. 5. Effect of the addition of urine on the copy 
number concentration. Bar graphs demonstrating 
the effect on the copy number concentration of 
adding increasing % of donor  urine  to  the  RT-
PCR  reactions  con- 
taining 1000 IVT EURM-01 copies/µL based on   
manufacturer’s   reported   concentration. Four  
urine  additions  (0%,  10%,  20%  and 
40%) were added before the RT and were 
evaluated by qPCR (dotted bars) and dPCR 
(solid bars) with the (A) CDC N1 and (B) CDC 
N2 assays. Data is presented as the percent- age 
of the copy numbers obtained from re- actions 
containing no bile salts (horizontal dotted line 
and 0% urine) with the error bars representing the 
standard deviation. Donors A and B inhibit the 
reaction at all % of urine added with a 
comparable level of  inhibition at each % of urine 
added. Donor C behaves differently with less 
effect on the dPCR but with qPCR seemingly 
over quantifying the copy number concentration 
for 10%  and 40% addition. 



 

 

respectively. 
An apparent enhancement of RT-qPCR was evident when using both the 

N1 and N2 assays in the presence of 10% and 40% urine (Fig. 5). Potential 
technical explanations for this unexpected result were inves- tigated. The 
amplification plots from samples containing each urine sample were 
indistinguishable from those without urine, thus it is un- likely that the potential 
enhancement resulted from probe cleavage or quencher reduction effects which 
would have produced a baseline drift. The remaining potential explanation is 
that this sample contains com- ponents that resulted in improved reverse 
transcription efficiency and/ or PCR efficiency. 

As observed with the previous study into the effect of carrier mole- cules, 
these inhibitor data also illustrate that quantification is impacted by the sample 
matrix and by the concentration of natural occurring by- products. In these 
examples the reaction was inhibited to a different degree depending on the 
source of the urine. The apparent lack of impact and potential enhancement 
by urine from donor C reveals the complex interactions between components 
in RT-qPCR. 

3.5. Standardisation and value assignment of control materials 

Control materials are used for development, and quality assessment, of the 
diagnostic testing workflow [25]. A common approach is to spike a control 
RNA template into a biological sample to monitor the template over the course 
of the workflow. The spike in molecule is ideally of a comparable length to the 
test template. This approach has been used with different control materials 
throughout this study to support opti- misation of parts of the workflow such as 
1) optimisation of the sampling or extraction procedure (Fig. 2) or 2) the use of 
carrier molecules to improve recovery of viral targets (Fig. 3). Determination 
of analytical sensitivity is a critical part of the development and performance 
eval- uation of a diagnostic test. Limit of detection determinations are usually 
performed using a dilution series of a RNA control material of known 
concentration [14]. If the control material has an assigned concentration that is 
higher than reality, then a diagnostic test may be incorrectly deemed not to meet 
a target performance profile [26] when it actually does. The alternative, where 
a control material has been assigned too low a concentration, may lead to the 
incorrect conclusion that the assay is more sensitive than it is in reality, even 
indicating that the assay is apparently able to detect reactions containing less 
than one molecule [27,28]. 

To overcome such biases, dPCR may be used to characterise control 
templates by assigning a copy number to the materials. dPCR is becoming 
the method of choice in a variety of sectors, such as quanti- fication of 
reference materials (such as those for detection of genetically modified foods) 
because it produces accurate nucleic acid quantification [16]. By applying a 
well characterised RT-dPCR assigned copy number to SARS-CoV-2 
control materials, a more accurate limit of detection (LOD) measurement 
can subsequently be made using RT-qPCR. In this way RT-dPCR could be 
used to support mass testing procedures using RT-qPCR by supporting the 
value assignment of control materials to support assay development and 
harmonisation of results between testing laboratories [2 ]. This could be 
particularly useful in supporting standardisation in a fast moving pandemic 
while established strategies to deploy reference materials, that take longer to 
produce, are developed. 

Templates prepared as synthetic DNA or RNA oligonucleotides may 
provide support for early assay optimisation, but as was observed with the 
extraction optimisation, these small molecules can behave differ- ently to 
larger molecules (Fig. 3) and so should be used with caution when 
supporting the development of whole workflows. Likewise, the use of 
plasmids is generally discouraged as the absence of reverse transcription would 
only control for the PCR aspect of the workflow. Furthermore, the risk of 
contamination must be considered and miti- gated for when using high copy 
number templates, such as oligonucle- otides or plasmids [8]. 

A simple form of control material for RT-PCR is a naked in vitro 
transcribed (IVT) RNA molecule. The use of IVTs provides a suitable template 
for both RT and PCR although without reflecting the complexity of the virus 
envelope. This type of control material has a further advantage of being 
relatively easy to synthesise and so manu- facturers can respond to viral genome 
sequence changes far more quickly than when required to synthesise whole 
viral particles for each new variant. It must be remembered that despite the 
aforementioned advantages, pure nucleic acids are unable to control for the 
lysis step that is performed prior to extraction to release the nucleic acids from 
their cellular or viral particle location. 

Over the course of the pandemic, several commercially supplied IVT 
control materials have been used by the authors. These were comprised of either 
single or multiple IVT molecules containing one or more SARS- CoV-2 assay 
target sequences have been used by the authors in this publication. Variability 
and divergence from the manufacturers assigned quantity has been observed 
in almost all of these control molecules. 

For example, the control material (EURM-01 , JRC) used to evaluate the 
inhibitory effects of wastewater components is a single 850 nucle- otide 
single stranded RNA molecule containing eight SARS-CoV-2 as- 
says. This was spiked into the reaction at 1000, 100 or 10 copies/µL and 
quantified in the absence of added inhibitors using both RT-qPCR and RT-
dPCR with the CDC N1 and N2 assays (Fig. 6A). The paired dPCR copy 
numbers and qPCR Cq values were correlated over a concentration range of 
approximately 2 logs (Fig. 6A). Although there was clear cor- relation between 
both assays, the N1 assay was slightly less sensitive than the N2 in the qPCR 
(as indicated by consistently higher Cq for paired samples). This difference 
in sensitivity was not observed when the assays were analysed with dPCR. 
Furthermore, the absolute quan- tification of the IVT molecules by RT-dPCR 
at the three concentrations demonstrated a consistent under-quantification by 
-30% compared with the nominal copy number concentration provided by the 
manufacturer. 

A different control material that contained multiple non-overlapping 
IVT molecules covering the full viral genome was quantified using RT- dPCR 
with the CDC N2 and E Sarbeco assays. Repeat orders were made of the 
same control material, and the copy number was measured 
and  compared  to  the  manufacture’s  concentration  (Fig.  6B).  Different copy 
numbers were obtained for three separate orders which recovered 
7%, 12% and 72% of reported manufacturer’s concentration (Fig. 6B). Over 
the course of the pandemic, further orders of the control material were fulfilled 
with different manufacturing batches. Again, a similar pattern was observed, 
whereby the concentrations measured were 20%, 
18%  and  42%  of  the  manufacturer’s  value,  depending  on  the  batch (Fig. 
6B). 

The  differences  in  the  manufacturer’s  copy  number  concentration and 
that observed with RT-dPCR of the two control material examples given here 
may be contributed to by differences in RNA to cDNA con- 
version efficiencies. Alternatively, they may be simply due to the dif- ferences 
in measurement techniques, although the within batch variability would not 
then be expected. The copy number of nucleic acids is frequently determined 
using spectrophotometry, microfluidic analysis, capillary gel electrophoresis or 
fluorescent dye detection. Other approaches can be used to measure the 
phosphate content using an SI traceable standard [30]. These approaches 
generally provide a mass that is converted to a copy number based on the 
molecular weight of the molecule. These calculations require assumptions 
about purity and sequence composition. Methods of copy number assignment, 
based largely on UV spectrometry have been demonstrated to introduce a 
positive bias [12,31]. 

The differences in manufacturer value for the multiple IVT material and 
dPCR value are greater than 30% and so may not be exclusively caused by 
differences in the value assignment method or inefficient RNA to cDNA 
conversion (Fig. 6B). Additional factors contributing to the differences could 
also include instability of the control material over the time, reduced 
homogeneity in aliquot preparation (either manufacture 



 

 

 

 

 
Fig. 6. Copy number quantification of con- trol 
materials using dPCR. (A) Correlation between 
copy number estimates obtained by RT-dPCR 
and Cq values obtained by  RT- qPCR using two 
SARS-CoV-2 targets. Three point dilution series 
of the IVT The RT-dPCR copy numbers were 
log2 transformed and plotted against the Cq 
Values for the CDC N1 (blue diamonds) and 
CDC N2 (red diamonds) assays. Good correlation 
was obtained be- tween  the  two  platforms  and  
targets.  (B) 
 uantification of control material syn- thesised by 
multiple IVT molecules to cover the whole viral 
genome. Three separate or- ders from the same 
manufacturers batch and three different 
manufacturers batches where measured by RT-
dPCR using the CDC N2 (red diamonds) and 
Sarbeco E (green diamonds) assays. Data is 
presented as a percentage of the assigned 
manufacturers  concentration. All materials 
analysed were significantly lower than the 
assigned value, and by as much  as   0%  lower.  
(For  interpretation  of the references to colour 
in this figure legend, the reader is referred to 
the web version of this article.)

 

or end-user), incorrect storage or end-user handling. While this repre- sents 
within batch variability, between batch variability was also evident. The 
measurement variability was greater within batches than when three repeated 
orders were fulfilled using a different batch (Fig. 6B). This control material 
may be adequate for a binary, positive or negative determination although 
sufficient template must be included in the reaction. However if the material is 
to be used to assess performance criteria like limit of detection (required for 
certain authorisation) then the observed differences between batches 
demonstrates that it is critical to establish a reliable copy number, even for 
repeat orders of the same material even if batch numbers are consistent. These 
observations raise the important issue of appropriate and intended use of control 
materials as many of the manufacturers do not certify the values and so they 
are being used off label when assessing analytical performance. In a pandemic 
situation the need for assay development and resultant relaxed authorisation 
environment, means such criteria may be blurred and control materials 
potentially used inappropriately. This may, in part explain the 1000-fold 
differences in reported limit of detection for some of the SARS-CoV-2 
molecular assays in 2020 [32]. 

4. Conclusions 

In this series of examples we have provided an overview of some of the 
many factors that can influence the Cq value of diagnostic assays for SARS-
Cov-2. 

Examination of the impact of sample matrix revealed donor specific effects 
on the final assay outcome. The donor specific components of both buccal 
swabs and saliva were observed to impact RT-qPCR, while bile salts and 
components within urine impacted the RT-dPCR results. While the urine and 
bile salt samples were seen to impact the RT step rather than the dPCR, in each 
case it was demonstrated that the uncal- ibrated Cq was unreliable as a measure 
of the concentration of template. The protocol selected was also seen to impact 
the Cq recorded. Choice of carrier molecule influenced the amplification of the 
internal control and reduced incubation times for the viral RNA extraction 
procedure resul- ted in greater variability of replicate data. In an applied 
diagnostic sit- uation these differences could result in a false negative result. 

We have demonstrated that RT-dPCR can be utilised during assay 
development as a tool to characterise control materials, thus supporting the 
evaluation of the analytical performance of routine molecular diagnostic tests 
for SARS-CoV-2. In this way, a well characterised control may be included 
in a RT-qPCR to inform decisions around values that 

constitute positive or negative clinical decisions. 
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